
  

 
New Requirement for Total and Dissolved Phosphorus  
     COD and TOC Sampling 
 

Please leave a small amount of air in your vials for TP, TDP, COD and 
TOC so they can be homogenized easily before analysis. 
 
Fill to the bend in the neck of vial.  Thank You! 
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